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Abstract—The potential of the water-immersion and dry-
contact acoustic imaging techniques for detecting nanome-
ter gaps embedded in silicon is studied. The sensitivity for
detecting gaps of over 10 nm in height is governed only by
the lateral resolution of the imaging and is independent of
the height of the gap.
I. Introduction
Acoustic microscopy/imaging is a standard tool forthe nondestructive detection and evaluation of de-
fects in samples [1], [2]. The recent trend toward micro-
and nanotechnologies has brought added complexity to
the structures of typical samples, e.g., multilayered struc-
tures for microelectronic packages [3], and these require
higher-quality, cross-sectional images, including informa-
tion about micro- and nanoscale defects. Hsu and Dayal [4]
reported on interactions between acoustic waves and thin
gaps by conducting Newton’s ring experiments. However,
the detectable size of defects embedded in samples is yet to
be clarified. Acoustic imaging usually has to be performed
by immersing the samples in water, which limits the types
of samples that can be analyzed. An alternate dry-contact
acoustic technique recently was reported that achieves the
transduction of high-frequency ultrasound under a dry en-
vironment via a solid layer [5]. Furthermore, it has been
discovered that the signal intensity of ultrasound trans-
mitted into silicon (which is the most important material
in micro/nanoelectro mechanical systems) via a polymer
layer exceeds that achieved in the case of water immersion
due to an ultrasonic resonance that occurs between the
water, the layer, and the silicon [6].
In this paper, silicon bonding samples with precise
nanometer gaps are fabricated by a fast-atom-beam etch-
ing and direct bonding technique; and the sensitivity for
acoustic detection of the embedded gaps is studied using
both the conventional water-immersion technique and a
dry-contact technique. For the dry-contact technique, a
polymer acoustic matching layer is inserted between the
water and the silicon. The potential of the dry-contact
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acoustic imaging technique for detecting nanometer gaps
embedded in silicon (i.e., the signal intensity and the
spatial resolution) is compared with that of the water-
immersion technique.
II. Principle of Dry Ultrasonic Transmission
The dry-contact acoustic technique transmits ultra-
sound via a solid layer inserted between the water and
the sample. A pressure of about 0.1 MPa is applied to
the contacting interface between the layer and the sample
by evacuating the air from between them [5]. The surface
roughness of the sample and the elastic deformation of
both the solid layer and the sample, accompanied by the
ultrasonic transmission, usually result in air-gaps forming
at the contacting interface [7], [8]. Thus, the application of
pressure to the layer/sample interface is effective for im-
proving the acoustic coupling between the different com-
ponents [5]. The efficiency of ultrasonic transmission via
a solid layer compared with the water-immersion case, γ,
can be expressed as:
γ = φ1/φ2 = θξψ, (1)
where φ is the amplitude spectrum of the echo from
the objective interface, and the subscripts 1 and 2 im-
ply dry-contact and water-immersion cases, respectively.
The terms ξ and ψ represent the signal losses related to
the ultrasonic attenuation in the layer and the acoustic
coupling at the layer/sample interface; and these become
unity under the no-loss condition. The term θ is related
to the acoustic impedance matching between the water
and the sample. If we consider plane waves of frequency ν,
then this takes its maximum value at the layer thickness
given by:
d = (cL/4νr) , (2)
where cL is the longitudinal wave velocity in the layer,
νr is the resonance frequency, and d is well-known as the
condition for a quarter-wave matching layer [9], [10]. The
maximum value of θ at νr is given by:
θr =
[






where ZW (= 1.51 MNm−3s), ZL and ZS are the acoustic
impedances of water, the layer, and the sample, respec-
tively. The value of θ is greater than unity for the effective
frequency range 0 < ν/νr < 2 [11].
III. Experiments
Three chips measuring 20 × 20 × 0.5 mm were cut-
out from silicon [100] wafers. Grooves were patterned on
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Fig. 1. Silicon bonding sample. (a) Patterned nanometer gaps (units
are in µm). (b) An example of the height profile around a 5-µm wide
gap obtained by AFM.
two of the silicon chips by using photolithography and a
fast-atom-beam etching technique, as shown in Fig. 1(a).
Similar patterns were previously used for determining the
lateral resolution of the acoustic imaging [12]. All of the
chips (including the nonpatterned chip) then were sub-
jected to a standard RCA clean. Because the height of the
gaps that were introduced would be altered by any fur-
ther oxidation, the silicon dioxide layers were completely
removed from all of the chips at this stage by using hy-
drofluoric acid. One of the two patterned silicon chips was
used to measure the height of the gaps. Fig. 1(b) shows an
example of a height profile around a 5 µm-wide gap as ob-
tained by atomic force microscopy (AFM), and the heights
of the introduced gaps were confirmed to be 9.7± 0.4 nm.
The other patterned chip and the nonpatterned chip were
bonded using an EV520 wafer bonder (EV Group, Schard-
ing, Austria) immediately after a standard RCA clean, and
a silicon bonding sample of 1 mm in thickness with pre-
cise nanometer gaps (ZS = 20.74 MNm−3s) was obtained.
Another silicon bonding sample with 106 ± 2 nm height
gaps was prepared by the same procedure. Pure water at
295 K was used as the coupling liquid. A broadband ultra-
sonic transducer that had a nominal frequency of 100 MHz,
a 6.35 mm piezoelectric element, and a focal length of
12.7 mm was used to record the acoustic images at the
back walls of samples that faced air in both cases with and
without the intermediate layer. We used poly(vinylidene
chloride) (PVDC), as the intermediate layer for the dry-
contact technique in this work because it has a larger value
of ZL (= 3.23 MNm−3s) than many other polymer mate-
rials. The value of cL was 1964 m/s, and d was set at
9 µm by taking into account the frequency characteristics
of used ultrasonic transducer. The PVDC layer was ex-
pected to behave as an acoustic matching layer between 0
and 109.1 MHz (θr = 3.0, νr = 54.6 MHz). The details of
the dry-contact unit used in the experiments are described
elsewhere [5].
IV. Results and Discussion
Acoustic images of silicon bonding sample with 10-nm
gaps recorded under water immersion and PVDC-contact
are shown in Figs. 2(a) and (b), respectively. Both the
water-immersion and the PVDC-contact images clearly de-
Fig. 2. Acoustic images of a silicon bonding sample recorded under
(a) water immersion, and (b) a PVDC-contact.
Fig. 3. Waveforms obtained under (a) water immersion, and (b) a
PVDC-contact. The amplitude spectra of (a) and (b) are shown in
(c) and (d), respectively.
pict gaps that are wider than 50 µm. In Fig. 2, no con-
spicuous differences between the water-immersion and the
PVDC-contact images can be observed. Figs. 3(a) and (b)
show the waveforms obtained under water immersion and
PVDC-contact at points A and B in Fig. 2, respectively.
The sum of the periods for the PVDC-contact, which was
determined between the first and the second waves, was
34 ns; this was almost the same as that for water immer-
sion (33 ns). This indicated that the time resolution of the
PVDC-contact imaging technique was equivalent to that
of the usual water-immersion technique. Figs. 3(c) and (d)
show the amplitude spectra of the waveforms shown in
Figs. 3(a) and (b), respectively. Fig. 3(d) clearly shows
that the transmission of the broadband ultrasound was
realized more effectively via the PVDC layer than by the
usual water-immersion method [Fig. 3(c)] in the frequency
range between 20 and 100 MHz. The peak frequency using
the PVDC-contact was 63.5 MHz, which was close to that
obtained using water immersion (68.8 MHz). The maxi-
mum value of γ was 3.4 at 55.7 MHz, and these values
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Fig. 4. Relationships between Ag/A0 and the gap width.
were close to θr (= 3.0) at νr (= 54.6 MHz). This indi-
cated that the values of ξ and ψ were close to unity, and
that the PVDC layer behaved as we expected as a match-
ing layer. The lateral resolution is defined as the separable
distance between two sound sources in an objective plane,
and it can be estimated from the amplitude spectrum [13].
The lateral resolution of the PVDC-contact was estimated
as 46 µm; this value was almost the same as that obtained
by water immersion (45 µm). The acoustic images shown
in Fig. 2 supported the validity of this estimation, and the
clearness of the gaps in Fig. 2 was in good agreement with
the estimated lateral resolution.
Let us now consider the sensitivity for detecting gaps
by using the relative intensity of the back-wall echo
(= Ag/A0) as a measure in which A0 is the amplitude
of the echo from the back of the sample obtained at a po-
sition without a gap, and Ag is that obtained at the center
of a gap. Lower values of Ag/A0 indicate higher sensitivity
to embedded gaps. Fig. 4 shows the relationships between
Ag/A0 and the width of the gap. For the gap widths we ex-
amined, there was no difference in the values of Ag/A0 be-
tween the water-immersion and the PVDC-contact imag-
ing techniques, and no difference was also observed in the
values of Ag/A0 for gaps between 10 nm and 106 nm in
height. The experimental evidence suggests that the sen-
sitivity for detecting nanometer gaps using PVDC-contact
imaging was the same as that for water-immersion imag-
ing. In the acoustic imaging techniques we made, the gap
height has no influence on the sensitivity for detecting em-
bedded gaps up to 300 µm wide when the height of the gaps
is over 10 nm. The values of Ag/A0 for all combinations
of imaging and gap heights took constant values for gaps
over 150 µm wide; and these increased with decreasing gap
width. The gaps that were narrower than 50 µm were diffi-
cult to identify when using both the water-immersion and
the PVDC-contact imaging techniques. The increases in
the values of Ag/A0 were closely related with the acoustic
focusing in the samples; therefore, the detectable size of
gaps embedded in silicon was governed only by the lat-
eral resolution of the imaging method we used. In this
study, the objective interfaces were located at a depth of
1 mm from the sample surface. For the inspection of very
small defects that are deeper in a silicon structure, the dry-
contact acoustic technique with a suitable matching layer
has an advantage over the water-immersion technique from
the point of view of the signal intensity that can be ob-
tained.
V. Conclusions
The relative benefits of the water-immersion and the
dry-contact acoustic imaging techniques for the detection
of nanometer gaps embedded in silicon bonding samples
were compared. The signal intensity obtained by dry-
contact technique via a poly(vinylidene chloride) acoustic
matching layer exceeded that of the water-immersion tech-
nique. The spatial resolution for dry-contact imaging (i.e.,
the time resolution and the lateral resolution) was verified
to be the same as that of the water-immersion imaging.
Both the water-immersion and dry-contact imaging tech-
niques were able to detect very-low-scale, embedded gaps
that were over 10 nm in height, and the sensitivity for
detecting small gaps was governed only by the lateral res-
olution of the imaging method used. We concluded that
dry-contact acoustic imaging is suitable for the detection
of nanometer gaps in samples without having to immerse
the sample in water.
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